Except for blind methods, deconvolution of 3-D data sets acquired from a fluorescence microscope requires the knowledge of the point spread function (PSF) of the instrument.
INTRODUCTION
Fluorescence microscopy is a key tool to study three-dimensional (3-D) structures of living cells and tissues [1] [2] [3] . Recent developments in instrumentation have permitted to overcome the conventional resolution limit with the inventions of the confocal, multi-photon and 4-pi microscopes for example [4] [5] [6] .
New techniques promise to push the limit even further [7] .
When the ultimate resolution is obtained from the instrument, it is still possible to sharpen the images by deconvolution of the data using the instrument point spread function. Each recorded image g(X) can be described by the following convolution equation:
where X and X 1 are 3-D coordinates h(X) is the Point Spread Function (PSF) of the acquisition system and f(X) is the original object. The term b(X) represents a random process. It is a combination of noise sources due to the fluorescence process and the acquisition electronics.
Deconvolution consists in inverting Eq. (1) in order to find an estimate of the actual object f(X), knowing the image g(X) and the point spread function h(X). Deconvolution is known to be an ill-posed problem, the process being sensitive to initial conditions and noise. Furthermore, it can be very time consuming, especially for 3-D data sets. A large amount of effort has been devoted to find new or improve existing deconvolution algorithms (Refs. [8] [9] [10] [11] [12] [13] [14] and references therein).
The PSF of the microscope can be measured, usually by acquiring the image of small fluorescent latex beads, ideally of much smaller size than the instrument resolution. Experimental PSFs are however noisy, which can constitute a limitation for the deconvolution process (catastrophic amplification of the noise).
Furthermore, the use of very small beads leads to bad signal to noise ratio, so that one often uses beads of size not being much smaller than but of the order of the microscope resolution. As a consequence, the size of the PSF may be overestimated. On the other hand, doing so ensures that the recorded PSF takes into account the full acquisition chain, and all its possible defects.
Computed PSFs are noiseless, but do rely on a simplified model of the microscope. Furthermore, the assumed experimental parameters, which are used in the computational model, may differ from their actual values. The PSF is very sensitive to some parameters like the immersion oil index, the depth of the specimen under the coverslip, or the numerical aperture of the objective. Figure 1 (a) shows a noisy experimental PSF: the slight asymmetry indicates that at least one parameter differs from the manufacturer's recommendation, inducing aberrations. Figure 1 (b) shows a theoretical PSF computed assuming design parameters only: deconvolving an image with a computed PSF which differs from the actual experimental PSF corresponding to the specimen image acquisition may lead to large errors in the final result.
We investigate the possibility to recover some parameters which are difficult or impossible to measure directly (like the specimen depth under the coverslip) from a recorded PSF. Doing so, a computed PSF which is noiseless and as close as possible to the actual PSF can be used for the deconvolution. Identifying experimental parameters should also help to characterize the experimental protocol, an important point for the biologists.
METHOD
The method to extract experimental parameters from a recorded PSF is the following: varying one parameter in a physically realistic interval, one computes PSFs, which are compared to a reference PSF (see Fig. 2 ). Both the reference and the computed PSFs are normalized, and the correlation coefficient and the quadratic error are chosen as comparators. Finally, one gets the value of the parameter for which the best resemblance is obtained. The same technique can be extended if several parameters are to be found.
It is worth noting some limitations inherent to the method, due to the way of measuring a PSF:
recording the 3-D image of a fluorescent specimen or of a small bead to acquire a PSF is done by optical sectioning. The focal plane is scanned through the specimen, and at each position a 2-D picture is taken.
Reconstruction is done with a computer.
Two difficulties appear: measuring its PSF is insufficient to fully characterize the optical system: one records only an intensity information whereas the phase information is lost. Knowledge of the phase is mandatory to quantify the aberrations. Consequently, identifying one or several parameters is not a characterization of the optical quality of the system.
A second limitation of the technique is the miss of an absolute reference frame: when recording a PSF, one looks for the maximum intensity plane which is taken as a reference, and one takes a set of images in planes above and below the central plane of maximum intensity. An experimental PSF is therefore automatically centered in its domain of acquisition. When computing a PSF, one uses an absolute reference frame centered at the geometrical position of the focal point [19, 25, 27] . The distance between this theoretical position and the plane of maximum intensity is in practice unknown, and this represents also a loss of information. It is therefore necessary to calculate this focal shift in order to center the computed PSF (Fig. 2) .
As a consequence, one could argue if the found solution is unique, and if it is correct. In order to test the method, we first use as a reference PSF a centered computed PSF, to which we add Poissonian noise to mimic the fluorescence phenomenon [15] and Gaussian noise to take into account the contribution of the acquisition system electronics.
CHOICE OF A MICROSCOPE MODEL
The description of waves in focal regions has lead to numerous efforts from many authors and the microscope in particular has generated intensive work to establish theoretical models of the image formation process using diffraction theories [16] [17] [18] [19] [20] [21] [22] [23] [24] [25] [26] [27] [28] .
For high numerical aperture objectives, the extremal incident rays are impinging at large angles of incidence on the various interfaces separating the microscope objective from the specimen and as a consequence, vectorial theories of diffraction seem mandatory. However, "Gibson and Lanni demonstrated good agreements between their numerical results and experimental measurements of the aberrated point spread function [26, 27] . This and some other theories confirm that, while it is essential to construct mathematically rigorous theories, it is sometimes possible to obtain accurate predictions using approximate physical models based on wave optics" (from Ref. [28] ). The Gibson and Lanni model [26, 27] introduces eight parameters (out of a total of 18 parameters, see Annex) which may vary from their design conditions as recommended by the microscope manufacturer.
These eight parameters are:
-the specimen index and its depth under the coverslip -the thickness and index of refraction of the immersion medium -the numerical aperture of the objective -the thickness and index of refraction of the coverslip -the tube length
Out of these eight parameters, we choose to focus our attention on three parameters that are difficult or impossible to measure in practice:
-The depth of the specimen under the coverslip is in practice impossible to measure directly. When using fluorescent spheres in water, useful beads are those sticking to the coverslip after being dried on it. Those floating into the water layer are affected by brownian motion and therefore cannot be used to measure a PSF. A solution is to embed the beads in a gel with a refractive index close to water [27] .
-The oil refractive index is sensitive to temperature, and illumination of the sample is susceptible to heat the immersion medium. Also, the value is often measured near T=20°C by the manufacturer [30], while some biologists do work with living cells at T=37°C, the microscope staying in a temperature controlled enclosure. This may induce on this value an error of 4‰ only, but the PSF is very sensitive to this parameter [27] .
-Finally, the numerical aperture of the objective may be limited to lower than indicated values. For example, when focusing into a watery medium, the numerical aperture is at best 1.33, because total internal reflections limit the collecting angle.
Using the original XCOSM package, the PSF is computed in a volume centered around the theoretical focal point when all design parameters are used. When non-design parameters are used, the PSF may be shifted with respect to this theoretical focal point. The problem of the focal shift is then handled as follows:
the focal shift is calculated using the original xcosm_psf routine [29] , the point spread function being computed along the optical axis only using a very small z-scanning step to accurately determine the shift.
We have recompiled the xcosm_psf routine and added the focal shift as a new parameter in the template file.
Then, the recompiled routine xcosm_psf_shift is used with the actual z-scanning step to compute a PSF, which is correctly centered in its domain of definition.
TESTS ON COMPUTED PSFs
We first focus our attention on the identification of one parameter only. A PSF has been calculated with an objective of numerical aperture (NA) 1.26, using an immersion oil of actual index (medacti) 1.513 for a specimen depth (specthick) of 2 µm. All other parameters correspond to the design conditions. The annex Repeating the computations for several values of these parameters has shown that the numerical aperture is found with an error smaller than 1% when the depth of the specimen below the coverslip is less than 5 µm.
The immersion oil refractive index is found with a smaller error, usually of the order of 2‰. The depth of the specimen is found with a larger error of 10-15%.
However, the results degrade very rapidly when the level of noise increases. For a signal to noise level lower than 25 dB, it was not possible to find the unknown parameters with any reasonable precision. Same results are obtained when using the quadratic error as comparator between the reference PSF and the computed ones.
It is worth noting that better results are obtained when the unknown parameter does in fact not induce a focal shift, as for the numerical aperture. The correlation curve is very smooth. When there is a focal shift due to the use of a non-design parameter (specimen depth for example), the centering of the reference and computed PSFs in their domain of definition is very important. Even small errors in the focal shift may induce irregularities in the correlation curve (see Fig. 3(c) ).
When two or more unknown parameters have to be found, the problem of local mimima arises. We found that when for physical reasons the variation intervals may be restricted enough, no local minimum occurs.
The precision is however often much lower. Table 1 shows the results we obtained for a two-parameter search (immersion medium refractive index and depth under the coverslip) for a water immersion objective.
The reference PSF is computed using the Gibson and Lanni model, blurred by the addition of Poissonian and Gaussian noise, and denoised with the clipping method [31] . While the immersion refractive index of water is found with a fairly good precision (4‰), a larger error (>40%) occurs on the specimen depth.
EXPERIMENTAL PSFs
The results we obtained by simulations encouraged us to test our method on experimental PSFs acquired on an AX70 Provis epifluorescence microscope (Olympus), equipped with a CellScan 3-D acquisition device. Images are acquired using a 12 bit, Sensys CCD camera (Photometrics). Pixel size is 6.8x6.8 µm 2 . TetraSpeck fluorescent latex beads of 0.2 µm diameter have been used (Molecular Probes).
The beads have been dried on a coverslip. Then the coverslip is sealed onto a glass slide with a small layer of water in between. Doing so, some beads do not stick anymore to the coverslip, and float in the watery medium. They are then affected by brownian motion, and cannot be used to acquire PSFs. What may be a drawback ensures in our measurements that only PSFs at a null depth under the coverslip are acquired, in a 1.33 refractive index medium. A 100x, oil immersion (medacti=medesri=1.515), NA=1.35 objective has been chosen, and coverslips with design parameters have been used (see Annex).
The images we obtained were denoised the same way as the computed reference PSFs. We then verified that the correct specimen depth and oil refractive index are found, as shown on Fig. 4 (a) and (b).
These two curves represent the quadratic error between the experimental reference PSF and the computed PSFs: the minima occur at a specimen depth of 0 µm (which is the expected value) and for an immersion oil refractive index of 1.516. This latter value is only very slightly different from the manufacturer's data
[30], the difference being in the error range of our method. Same results were obtained when using the correlation coefficient.
IMPORTANCE FOR DECONVOLUTION
As mentioned in the introduction, the knowledge of exact acquisition parameters is important when using a noise free computed PSF for deconvolving images. The shape of the PSF is for example very sensitive with respect to the oil refractive index [27] . To study its influence on the deconvolution result, we have simulated the image of a 680 nm diameter fluorescent bead acquired at 37° C (as when using the microscope for studying living cells), taking into account the temperature correction given by the oil manufacturer [30] with respect to the value of 1.516 we have found when analyzing our experimental PSF acquired at 21° C. The actual PSF 1.512 must then be computed with an oil refractive index of 1.512. The 680 nm diameter solid sphere is first convolved with PSF 1.512 . The obtained simulated image is blurred with Poissonian and Gaussian noise as explained previously. It is then deconvolved, on the one hand using PSF 1.512 computed at 37 °C and on the other hand using PSF 1.515 computed with an incorrect index of 1.515 corresponding to the manufacturer's recommendations. Figure 5 illustrates the results we obtained when deconvolving the image using the Linear Least squares Solution (LLS) algorithm [32] [33] . Figure 5(a) shows the bead. Fig. 5(f) ), respectively. Note that the shape of the original object is better reconstructed when using the correct PSF 1.512 , as almost no asymmetry remains.
Compared with the original bead, a 15% level segmentation on the undeconvolved image gives an error on volume measurement of 692%, mostly because of the important z-elongation. This shows that volumic measurements on raw data acquired with an optical microscope are irrelevant. When using the correct PSF 1.512 this error is still of 56% (because the LLS algorithm does not fully reconstruct the original shape), but when using PSF 1.515 , the error is larger at 91%. This shows that a supplemental error of 25% in the size measurement is done when compared to the image deconvolved with the correct PSF.
CONCLUSION AND PERSPECTIVES
We have shown that it is possible to extract from a 3-D computed PSF some parameters used in the Among possible improvements is the use of better PSF denoising algorithms, which should help working on lower quality, noisier images. More elaborate comparison criteria could also be used, which should lower the importance of the centering of the PSF in its domain of definition. This centering is easy to obtain laterally, but quite difficult along the optical axis because of the much cruder sampling. A probably more accurate vectorial model for the microscope image formation process can also be used. In order to routinely use this method of identification, a speed bump is mandatory: a one-parameter search takes usually less than 10 mn on a DEC 500 MHz Alpha workstation, but a two-parameter research may take several hours. When the unicity of the solution is expected, one could use extremum research algorithms, which would greatly accelerate the process.
The proposed technique permits to use computed PSFs which are as close as possible to experimental ones. Being noiseless and not relying on theoretical design values, they are more suited for deconvolving 3-D data sets. In a future work, we plan to quantify the gain obtained by using optimal computed PSFs versus experimental PSFs. We also plan to use fluorescent beads embedded at a precisely known depth in a well characterized (refractive index) gel matrix to explore the domain of usefulness of the method, in view of improving the deconvolution of images of thick specimen.
This method should also permit to identify experimental parameters, which are in practice difficult to measure, and therefore may help biologists to improve the acquisition protocol.
Finally, the method may also be used for confocal microscopes. The Look Up Table has been chosen so as to enhance the low level parts of the PSF and the noise. Table 1 : results of a two-parameter identification on the numerical aperture and the depth of the specimen. 
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